A rapid UPLC-MS/MS method for the determination of tamoxifen (TAM), N-desmethyltamoxifen, 4-hydroxytamoxifen and endoxifen in human plasma was validated, after a simple protein precipitation. Materials and methods: The analysis was achieved on a C 18 analytical column, using a gradient elution with a mobile phase of water and acetonitrile for 4.5 min. Results: The validated method demonstrated good linearity between 1 and 500 ng/ml for TAM and N-desmethyltamoxifen; between 0.2 and 100 ng/ml for endoxifen and between 0.1 and 50 ng/ml for 4-hydroxytamoxifen. The method also provided satisfactory results in terms of within day and between day imprecisions and accuracy, and also in terms of time stability and specificity. Conclusion: The method is applied routinely for TAM monitoring from patients undergoing therapy.
For the last four decades in early breast cancer overexpressing estrogen receptors, tamoxifen (TAM) has been the standard therapy for nonmenopausal women, as it is able to reduce the risk of recurrence and decrease breast cancer mortality [1] . The TAM is a selective estrogen receptor modulator, which is able to competitively antagonize estrogen receptors on breast tissue. However, this drug is ambivalent concerning its target tissues with agonist estrogen effects on bone, endometrium and also liver. This explains its beneficial effects, such as increased mineral bone density [2] , and also its side effects such as thromboembolic events [3] , increased endometrial cancer events [4] and hot flushes [5] .
The TAM (Figure 1 ) is mainly metabolized in the liver by two pathways. The first one is 4 hydroxylation, catalyzed by CYP2D6, resulting in the formation of the most antiestrogenic component, the 4-hydroxytamoxifen (4OHTAM) (Figure 1) , as has been shown in vitro since 1977 [6, 7] . However, its contribution to TAM effect is considered low, at less than 10%.
Approximately 92% of TAM metabolism is due to N-demethylation to form N-desmethyltamoxifen (NDTAM; Figure 1 ), which is then metabolized to a number of molecules, such as endoxifen (ENDO; Figure 1 ), formed after hydroxylation by CYP2D6, but also demethylation by CYP3A4 from 4OHTAM [8] . Overall, more than 22 metabolites of TAM have been identified. The TAM could be considered as a prodrug, as its metabolites are more active than the drug itself. The antiestrogenic activities of ENDO and 4OHTAM are similar [9] , but plasmatic concentrations of ENDO in patients receiving TAM therapy are fivefold higher than that of 4OHTAM [10] , with large interpatient variability [11] , mainly due to the polymorphisms of the main cytochrome p450 enzyme CYP2D6. More than 100 genetic variants have been described [12] , resulting in a wide range of enzyme activities, from low to ultra-metabolizer phenotypes. However, the impacts of CYP2D6 variants on the TAM pharmacogenomics are controversial [13] . Therefore, in a recent work [14] , the clinicians were encouraged not to use CYP2D6 polymorphisms to guide adjuvant endocrine therapy selection. Recent data have suggested that low ENDO concentration and decreased CYP2D6 activities predict shorter distant relapse-free survival [15] and a threshold ENDO concentration to achieve therapeutic benefit has been suggested [10] .
At the same time, the impact of TAM transporter polymorphisms needs to be explored [15] . Therefore, the availability of an analytical method to quantify plasmatic concentrations of TAM and its metabolites could be useful for therapeutic drug monitoring to improve TAM therapy.
Methods for the quantification of TAM and its main metabolites were developed in the 80s in serum [16] , but also in bile fluid [17] . However, only TAM, NDTAM and 4OHTAM were quantified, as ENDO was not yet identified [16, 18] . Since 2000, the importance of ENDO as a biologically active metabolite has resulted in the development of full metabolite analytical methods [19] . Quantification can be performed in rodents [20] and in human matrices such as scalp [21] , tumors [18] , dried blood [22] and serum [16, 23, 24] , but more usually plasma [25] [26] [27] [28] [29] [30] . For most of these methods, the separation of analytes is performed by GC [31] , HPLC [16, 18, 19] or more recently by UPLC [21, 28, 32] . Various detection methods have been described, such as UV or fluorimetry [24, 33] , and single mass [21] or MS/MS [28, 30] , with different levels of sensitivity. For plasmatic quantification, various preanalytical preparations have been described: protein precipitation [16, 29] , solid-phase extraction [18, 21] and liquid-liquid extraction [28] .
According to the available clinical data, plasmatic concentrations range from 20 to 307 ng/ml [18, 30] , from 25 to 530 ng/ml [18] , from 0.22 to 200 ng/ml [18, 34] and from 0.32 to 19 ng/ml [19, 34] for TAM, NDTAM, 4OHTAM and ENDO, respectively. Very few available methods could quantify quickly TAM and its three main metabolites with a satisfactory LOQ. Depending on the analytical procedures, the run times to quantify TAM and its metabolites by UPLC-MS/MS range from 6 [28] to more than 10 min [29, 30] . It appears, therefore, necessary to optimize these methods and develop a rapid and sensitive method to quantify TAM and its metabolites in human plasma.
In view of future pharmacokinetic studies, we developed a method to quantify TAM, NDTAM, 4OHTAM and ENDO in plasma with a low LOD of around 0.2 to 0.5 ng/ml, with a range from 1 to 500 ng/ml for both TAM and NDTAM, and from 0.1 to 50 and 0.2 to 100 ng/ml, for 4OHTAM and ENDO, respectively. This method requires only 100 μl of plasma and involves a protein precipitation step with formic acid for the purification of plasma samples. A validation procedure, according to international guidance, was fully successfully performed.
Experimental

Chemicals & reagents
The TAM, NDTAM, 4OHTAM, ENDO, NDTAM-D5, OHTAM-D5 and ENDO-D5 were purchased from Toronto Research (Canada). The TAM-(N,N-dimethyl-13C2)-15 N was obtained from Sigma Chemical Company (Quentin Fallavier, France). Optima-grade methanol and formic acid were purchased from VWR (Fontenay sous Bois, France), acetonitrile and ammonium formate were obtained from Biosolve Chimie (Dieuze, France) and Sigma Chemical Company, respectively. Ultrapure water was provided from our Millipore system, MilliQ Plus (Molsheim, France).
Preparation of calibrators & quality control samples
Stock solutions of studied analytes and internal standards were prepared, at 1 mg/ml of Z-isomer, in methanol. These stock solutions were diluted from 10 to 5000 ng/ml for TAM and NDTAM, from 2 to 1000 ng/ml for ENDO and from 1 to 500 for 4OHTAM in water/methanol 30/70, with formic acid 0.1%, in order to solubilize the analytes. These diluted solutions were extemporaneously further diluted in blank plasma to yield the following calibrator concentrations from 1, 5, 20, 100, 250 and 500 ng/ml; from 0.2, 1, 4, 20, 50 and 100 ng/ml and from 0.1, 0.5, 2, 10, 25 and 50 ng/ml for both TAM and NDTAM, ENDO and 4OHTAM, respectively.
Internal standard solutions were extemporaneously diluted in acetonitrile: formic acid 0.1%, for final concentration 5 and 20 ng/ml for ENDO and OHTAM and for TAM and NDTAM, respectively.
For the preparation of quality control (QC) samples, independent stock solutions were prepared as above, to yield the following concentrations in plasma: 1, 2.5, 40 and 400 ng/ml; 0.2, 0.5, 8 and 80 ng/ml and 0.1, 0.25, 4 and 40 ng/ml, for both TAM and NDTAM, ENDO and 4OHTAM, respectively.
All the stock solutions and intermediary solutions were aliquoted and stored at -80 • C.
Instrumentation
The UPLC-MS/MS analysis was conducted using an Acquity UPLC H-Class System coupled to a Xevo TQD Tandem Mass spectrometer (Waters, MA, USA). The ESI was operated in positive ionization mode. Multiple ion monitoring chromatograms were acquired using MassLynx Mass Spectrometry Software 4.1 (Waters).
Chromatographic & mass spectrometer conditions An Acquity UPLC BEH C18 (50 × 2.1 mm, 1.7 μm) analytical column was used. Mobile phase A was water: formic acid (100:0.5, v:v) ammonium formiate 2 mM, and mobile phase B was acetonitrile: formic acid (100:0.5, v:v). A linear gradient was ramped up from 40 to 95% of solvent B in 2.5 min at flow rate 0.6 ml/min. These conditions were maintained during 0.75 min to clean the column and initial conditions were then restored (95-40% B, 0.05 s, 40% B, 0.1 s). The temperatures were 10 and 50
• C, for the autosampler and the column, respectively, and the injected volume was 7 μl. The total run time of this analysis is 4.5 min.
MS/MS was performed in the positive ion ESI mode. The dessolvation temperature, the cone gas and the ion spray voltage were 600
• C, 1 l/h and 1 kV, respectively. The cone voltage was kept at +50 V for OHTAM and NDTAM-d5, and +45 V for the other studied molecules. The dwell times were 0.005 s. Nitrogen was used as the nebulizing and curtain gas (800 l/h). Collision was achieved with argon, the autosampler injector was at 10
• C and the source temperature was 150
• C. Multiple reactions monitoring mode was applied for the quantification, MS/MS settings are presented in Table 1 .
Calibration curves were constructed by plotting the peak area ratios of the analytes to internal standards versus the known concentrations with a weight factor of 1/concentration.
Sample preparation
A total of 100 μl of water:formic acid 100:1 (v:v) was added to 100 μl of plasma samples in 1.5 ml microcentrifuge tubes, and vigorously vortexed during 30 s in order to remove protein interaction with plasma. Methanol (100 μl) was added and the aliquots were transversely agitated during 10 min at room temperature. The samples (300 μl) were again vortexed after the addition of 400 μl of internal standard solution and then centrifuged at 18,000 × g for 10 min at 4
• C. Finally, 300 μl of supernatant was mixed with 300 μl of water: formic acid (100:0.2, v:v) ammonium formate 2 mM directly in the vials.
Validation
The UPLC-MS/MS method was validated in agreement with the Guidance for Industry, Bioanalytical Method Validation, as specified by the US FDA [35, 36] and according to EMEA guidance [37] . A full validation procedure was performed, including specificity, selectivity, linearity, within-run and between-run precision and accuracy, recovery of analytes, stability after sample preparation [38] , LOD and LLOQ, the effects of dilution.
Calibration standards of seven levels (including blank) and sets of QC samples (four concentrations) were prepared.
Selectivity, specificity & sensitivity
Six different blank human EDTA plasma samples were processed, with and without TAM and metabolites, in order to ensure the absence of interfering peaks. The effects of the matrix on ion suppression, ion enhancement and extraction efficiency were also determined.
In a second time, at the LLOQ (0.1, 0.2 and 1 ng/ml for 4OHTAM, ENDO and both TAM and NDTAM, respectively), samples were processed in order to identify the absence of interfering peaks with and without potential interfering molecules. Zoledronic acid, acetylsalicylic acid, ranitidine, esmolol, propranolol, amitriptyline, furosemide, lidocaine, midazolam, clorazepate dipotassium, pantoprazole, acetaminophen, salbutamol and metopimazine at the final concentration of 1 μg/ml were added to plasma samples, before protein precipitation procedure, and the analysis was done using the described procedures. All these drugs were chosen in large panel pharmacologic classes as potential co-medications.
Recovery from plasma & mass spectrometric matrix effects
The extraction recovery for TAM, metabolites and the internal standards added to human plasma were determined at the four levels of QC, in five replicates. The extraction recovery, expressed as a percentage, was evaluated by the ratio of the area of extracted QC and the area of drug-free plasma, spiked with QC solutions, at the corresponding concentrations.
The ionization recovery, expressed as a percentage, was evaluated by the ratio of the area of drug-free plasma spiked with QC solutions, and the area of QC solutions at the corresponding concentrations, directly injected into the column. Carryover between samples was also determined.
Matrix effects were evaluated by the ratio between the area of hemolyzed plasmas or opalescent plasmas, and the area of normal plasmas, expressed in percentage for two levels of QC (QC low and QC high), in three replicates.
Calibration curve & sample quantification
Calibration curves were prepared in drug-free plasma spiked with working solutions of TAM and metabolites standards. The range of standard concentrations tested were from 0.1 to 50 ng/ml, from 0.2 to 100 ng/ml, from 1 to 500 ng/ml, for 4OHTAM, ENDO and both TAM and NDTAM, respectively. Six calibration curves were analyzed by weighted linear regression (1/×).
The peak area ratios of TAM and metabolites to that of respective internal standards were analyzed by linear regression to estimate the slope, intercept and correlation coefficient of the calibration curve. Standard curves in each analytical run were used to calculate the concentrations of the QC samples.
Intraday & interday precision & accuracy
The precision and accuracy of the assay was determined from the QC plasma samples.
To determine intraday precision and accuracy, four different concentrations of QC samples were analyzed in five replicates. Precision was expressed as the RSD% of peak area ratios for the five replicates, of each QC sample. Accuracy was evaluated by calculating the concentration of each QC sample, using the calibration curve that was obtained on the same day, and determining the relative error percentage of the measurement. The results were also expressed as the 95% CI for the mean of individual bias (95% CI of accuracy [%]).
To determine interday precision and accuracy, the QC samples were analyzed on six separate days. Precision was expressed as the RSD% for each level concentration of each QC sample, on six separate days. Accuracy was evaluated by calculating the percentage difference between expected concentration and the mean concentration of each QC sample on six separate days. Limits of acceptable intra and interday precision and accuracy were set at RSD% <15% and ±15% deviation from expected, respectively.
Limit of quantification & detection
The LOD was set as the lowest concentration of the analytes (TAM, metabolites and internal standards) that could be detected with a S/N ratio of 3:1. The LLOQ and LOQ were defined as the lowest concentration of the calibration samples that could be quantified, with an acceptable level of precision (RSD < 20%) and accuracy (RE% ± 20%). The LOQ samples were analyzed in quadruplicate and evaluated as unknown samples on six different days.
Dilution effects
The integrity of the dilution had been monitored by diluting QC samples (n = 5 replicates for each dilution) above upper limit of quantification (500, 50 and 100 ng/ml, for TAM and NDTAM, for OHTAM and for ENDO).
Stability of the extracted samples
The QC samples were tested for extracted sample stability (extracted samples waiting in the autosampler during 12 to 24 h), short-term room temperature conditions (4 to 12 h at room temperature with light conditions) and long-term storage conditions (-80
• C). The calculated response at t = 0 h was compared with the calculated response at the different times.
Patients & sampling
The clinical protocol was approved by the ethics committee of Grand Ouest (Comité de Protection des Personnes Grand Ouest IV-Eudract number: 2008-007652-10). Ten women with early breast cancer (mean age and SD 63.4 ± 13.2) had been diagnosed for estrogen receptor-positive tumors and received TAM therapy 20 mg/day for at least 5 weeks. Blood samples were taken in the morning before ingesting a new dose of TAM, and between 18 and 24 h after the last TAM intake. After centrifugation (1000 × g, 10 min at 4
• C), EDTA plasma was immediately stored at -80
• C until analysis.
Results & discussion
Among the various tools to individualize treatment based on blood concentration, UPLC-MS/MS is widely used to optimize therapeutic effectiveness for drugs in many therapeutic classes [39] . In our work, an efficient separation of TAM and its metabolites was obtained using a classical reversed phase octadecylsilyl column C18 [24, 40] , according to their hydrophobicity ( Figure 2 : representative chromatogram). This ethylene-bridged hybrid column reduces unwanted silanol interaction increasing peak tailing. A gradient mobile phase was applied to perform adequate separation of early hydrophilic interfering matrix components as described [28] . Mass spectrometric conditions and the product ions used for identification and quantification have been widely previously described and adapted to our method [21, 23, 26, 29, 41] . ESI is the most common ionization technique, especially for polar analytes, like TAM and its metabolites. Internal standards as labeled derivatives of each specific analyte were chosen despite the use of a unique internal standard in some methods [22] . Moreover, the relative efficiency of ionization of analytes and its internal standard should not be affected by using stable isotope-labeled analogs. The sample pretreatment is a crucial step of an analytical method. Of course, SPE [18] and liquid-liquid extraction [19, 21, 28] improve the purification of extracts. However, manual SPE could be of poor reproducibility and expensive, and liquid-liquid extraction requires adapted evaporation equipment. Therefore, protein precipitation by a mixture of acetonitrile: formic acid 0.1% was optimized to allow satisfactory results in terms of extraction and ionization recoveries, but also practical aspects and low costs. Including all these adaptations, this new rapid and easily method was successfully validated.
Specificity & selectivity
Under optimized UPLC-MS/MS conditions, TAM and metabolites were separated with retention times of 0.93, 1.01, 1.96 and 2.04 min for ENDO, 4OHTAM, NDTAM and TAM, respectively ( Figure 2) . In order to demonstrate the specificity of the method, ten blank human plasmas were injected. No significant interfering peak was detected at the retention times of analytes of interest. Studied co-medications at the final concentration of 1 μg/ml did not modify TAM, TAM metabolites and internal standards responses. Indeed, the peak areas of studied analytes were not modified, even at the lowest concentrations, by the presence of co-medication substances. The TAM is a long-term treatment (over 5-10 years), and patients are able to use a broad range of pharmacological molecules during this period. Therefore, we chose to test the impact of various molecules such as psychotropes and antihypertensive drugs. So, according to Guidance for Industry Bioanalytical Method Validation [35] , our method is specific.
Limit of quantification & detection
With our method, the lowest LOQ is 0.1 ng/ml for 4OHTAM, 0.2 ng/ml for ENDO and 0.5 ng/ml for both TAM and NDTAM. The LOD is 0.1, 0.2, 0.5 and 0.5 ng/ml for 4OHTAM, ENDO, AM and NDTAM. Most previous works described quantification with higher LOQ especially for 4OHTAM and ENDO (around 0.2 and 0.5 ng/ml for [26, 28] , respectively).
Linearity
The calibration curves were obtained by plotting the ratio of the peak area of studied analytes to each specific internal standard against the respective concentration. All calibration curves proved to be linear over the concentration range of 1-500, 0.1-50 and 0.2-100 ng/ml for both TAM and NDTAM, 4OHTAM and ENDO, respectively when evaluated by weighted (1/×) linear regression. Tables 2 and 3 show the mean deviation (RE) and the RSD at each calibration level, calculated using data obtained on six consecutive runs, for the four analytes. The criterion for accepting any curve was that all data points should have an RSD and an RE of less than 15%. The results of the lowest standard point were -3.2 and 8.4%; -7.3 and 1.6%; -3.0 and 6.7%; -7.7 and 6.4% for RE and RSD, for TAM, NDTAM, 4OHTAM and ENDO, respectively. The regression coefficients (r 2 ) for each calibration curve were >0.997. Calibration curves described in the literature for TAM and NDTAM range between 5 and 1000 ng/ml [23, 41] . The dilution process of upper limit of quantification (1/2, 1/5, 1/10 and 1/100) was performed and led to acceptable results (RSD and an RE of less than 15%). For the most biological active metabolite, ENDO, the first points of calibration curve were usually up to 0.5 ng/ml [25] . Therefore, the calibration curve obtained with this method is suitable for low TAM metabolites plasma concentration determination.
Precision & accuracy
Within-run and between-run precision and accuracy were determined with QC samples at different concentrations as described in the experimental section. Data for within batch and between batch precision and accuracy of the method are presented in Table 4 .
Within-run precision ranged between 4.1 and 11.0%, 4.5 and 12.4%, 4.2 and 12.2%, 6.1 and 11.1%; betweenrun precision ranged between 5.3 and 9.0%; 5.6 and 9.3%; 4.7 and 10.3%, and 5.1 and 8.9 % and the range of accuracy was -2.7 to 4.7, -5.2 to 4.1%, -0.2 to 10.1% and -2.0 to 2.9%, for TAM, NDTAM, 4OHTAM and ENDO, respectively. No carryover effects were observed.
Recovery from samples
The mean relative ionization recovery for the studied analytes and their respective internal standards ranged between 94.0 and 103.1% for NDTAM and ENDO-D5. The mean percent of extraction recovery of TAM, metabolites and internal standards from plasma was also evaluated and ranged between 95.7 and 109.4% leading to a global recovery range between 99.8 and 124%. These results indicate good recovery and low ion suppression. As expected, the impact of hemolyzed blood on analytical performance was evaluated. The presence of hemolyzed blood in plasma has an impact on the quantification, as described for other molecules such as atorvastatin and carvedilol [42] . These results indicate good recovery and allowed us to conclude that our method is able to quantify TAM and associated metabolites in human plasma samples, except for hemolyzed blood plasma.
Stability
The results of stability testing on extracted samples are summarized in Table 5 . Samples were considered stable if the loss of concentration was lower than 15%. Three QC samples were prepared and processed in quadruplicate at t = 0 h with the calibration row. The concentrations of TAM and metabolites were determined in plasma over the 4 h period tested. The extracted solutions were stable for at least 24 h when kept in the instrument rack inside the auto sampler, maintained at 15
• C, as the estimated loss of concentration is lower than 15%. As previously described by [26, 28] , no degradation was observed when exposed to daylight.
Assay application
This UPLC-MS/MS method was applied to the quantitation of TAM and its main metabolites in TAM-treated breast cancer patients. As shown in Table 6 , the concentrations ranged from 108 to 330 ng/ml for TAM, 152 to 329 ng/ml for NDTAM, 0.91 to 2.63 for OHTAM and 3.55 to 15.21 for ENDO. Like previous published data [28] , the interindividual variations of plasma TAM and metabolites concentrations were important (between 22.2 and 40.9%). The impact of CY2D6 polymorphism could in part explain these interindividual variabilities. Table 6 . Steady-state concentrations of tamoxifen and its three metabolites in plasma collected from breast cancer patients receiving 20 mg tamoxifen once daily (n = 10).
Patients
Tamoxifen (ng/ml) N-desmethyltamoxifen (ng/ml) Hydroxytamoxifen (ng/ml) Endoxifen (ng/ml) 
Conclusion
An UPLC-MS/MS method to quantify TAM and its metabolites in plasma was developed and validated. The UPLC-MS/MS was found to be more sensitive, rapid and selective than previously reported methods. Good accuracy and precision were also achieved. The extracted plasma samples were found to be stable for up to 24 h. Many common drugs did not influence the determination of these analytes in human plasma. Our analytical method has the advantage of a reduced runtime, as well consuming little time and money, without SPE extraction. This method could, therefore, be easily used for pharmacokinetics studies in clinical trials, for TAM drug monitoring and adapted TAM schedule administration, especially for poor or enhancer CY2D6 metabolizers.
Future perspective
In the perspective of personalized medicine, therapeutic drug monitoring of TAM treatment by using a rapid method should be the standard in the future. Our method could be a tool to enable routine performance of these treatment optimizations.
Summary points
• A new analytical method to quantify by UPLC-MS/MS of tamoxifen (TAM) and its metabolites in plasma was developed.
• This method included a simple preparation step by protein precipitation, using acetonitrile and methanol.
• The TAM, endoxifen, N-desmethyltamoxifen and 4-hydroxytamoxifen were separated on a UPLC C 18 column and monitored by MS-MS detection.
• This validated method was rapid and sensitive.
• It was applied to routinely monitor the steady state plasma exposure of TAM and its metabolites in hormone-dependent breast cancer.
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